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Abstract 
Background: Occlusion pressure at 100 ms (P0.1), defined as the negative pressure measured 100 ms after the initia‑
tion of an inspiratory effort performed against a closed respiratory circuit, has been shown to be well correlated with 
central respiratory drive and respiratory effort. Automated P0.1 measurement is available on modern ventilators. How‑
ever, the reliability of this measurement has never been studied. This bench study aimed at assessing the accuracy of 
P0.1 measurements automatically performed by different ICU ventilators.
Methods: Five ventilators set in pressure support mode were tested using a two‑chamber test lung model simulat‑
ing spontaneous breathing. P0.1 automatically displayed on the ventilator screen (P0.1vent) was recorded at three 
levels of simulated inspiratory effort corresponding to P0.1 of 2.5, 5 and 10 cm  H2O measured directly at the test lung 
and considered as the reference values of P0.1 (P0.1ref). The pressure drop after 100 ms was measured offline on the 
airway pressure–time curves recorded during the automated P0.1 measurements (P0.1aw). P0.1vent was compared to 
P0.1ref and to P0.1aw. To assess the potential impact of the circuit length, P0.1 were also measured with circuits of dif‑
ferent lengths (P0.1circuit).
Results: Variations of P0.1vent correlated well with variations of P0.1ref. Overall, P0.1vent underestimated P0.1ref except 
for the Löwenstein® ventilator at P0.1ref 2.5 cm  H2O and for the Getinge  group® ventilator at P0.1ref 10 cm  H2O. The 
agreement between P0.1vent and P0.1ref assessed with the Bland–Altman method gave a mean bias of − 1.3 cm  H2O 
(limits of agreement: 1 and − 3.7 cm  H2O). Analysis of airway pressure–time and flow–time curves showed that all the 
tested ventilators except the Getinge  group® ventilator performed an occlusion of at least 100 ms to measure P0.1. 
The agreement between P0.1vent and P0.1aw assessed with the Bland–Altman method gave a mean bias of 0.5 cm  H2O 
(limits of agreement: 2.4 and − 1.4 cm  H2O). The circuit’s length impacted P0.1 measurements’ values. A longer circuit 
was associated with lower P0.1circuit values.
Conclusion: P0.1vent relative changes are well correlated to P0.1ref changes in all the tested ventilators. Accuracy of 
absolute values of P0.1vent varies according to the ventilator model. Overall, P0.1vent underestimates P0.1ref. The length 
of the circuit may partially explain P0.1vent underestimation.
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Introduction
There is a growing interest in better understanding 
beneficial and/or potentially harmful effects associ-
ated with spontaneous breathing in mechanical venti-
lation. The concept of patient self-inflicted lung injury 
(P-SILI) that recently emerged from the literature, 
teaches us that assisted ventilation can be injurious 
when respiratory drive  is high [1, 2].  During assisted 
ventilation, high respiratory drive is associated with 
strong inspiratory efforts and very negative pleural 
pressure resulting in major stress applied to the lung 
parenchyma [1]. Furthermore, both too low and too 
high respiratory drive are recognized as risk factors 
for diaphragmatic injury [3]. In this context, the use 
of airway occlusion pressure at 100 ms (P0.1) which is 
usually considered as the simplest way to assess respir-
atory drive at the bedside, is of major interest for ven-
tilated patients’ management [4, 5]. P0.1 is defined as 
the negative pressure measured at the airway opening 
100 ms after the initiation of an inspiratory effort per-
formed against a closed respiratory circuit [6–8]. P0.1 
measurement is not perceived by the patient and does 
not influence respiratory pattern. More importantly, 
since P0.1 measurement is performed during an occlu-
sion at the onset of the breath, flow and insufflated 
volume are equal to zero at the time of measurement 
and P0.1 is unrelated to respiratory mechanics. P0.1 
measurement is feasible and reliable in presence of 
inspiratory muscle weakness [5–7], abnormal respira-
tory compliance [6–8] or intrinsic positive end expira-
tory pressure [8–10]. P0.1 measurement was initially 
described in non-intubated spontaneously breathing 
patients. In these patients, it has been shown to be 
correlated with central respiratory drive and respira-
tory effort [11]. In spontaneously breathing non-ven-
tilated healthy subjects, low values around 2 cm  H2O 
are observed with normal respiratory drive whereas 
values greater than 10 cm  H2O are correlated with 
very high drive [6]. P0.1 measurement was later used 
in intubated patient by occluding the ventilator circuit 
[12, 13]. Automated measurement is now available in 
modern ICU ventilators either by default or on request 
using an easy-to-use and safe maneuver [14]. However, 
the reliability of P0.1 automated measurements dis-
played by the different ICU ventilators has never sys-
tematically been studied. This study aimed at assessing 
the accuracy of ventilator automated P0.1 measure-
ments. Using a lung model of an invasively ventilated 
spontaneously breathing patient, we compared the 
P0.1 displayed by several ventilators (P0.1vent) to ref-
erence values of P0.1 (P0.1ref) simulated on the lung 
model.
Materials and methods
Test lung and calibration of respiratory efforts
To simulate spontaneous ventilation, a two-chamber 
Michigan test lung (Michigan Instruments, Grand Rap-
ids, USA) was connected to a driving ventilator set 
in volume-controlled ventilation mode with constant 
inspiratory flow (Dräger, Evita  4®, Lübeck, Germany) 
at a respiratory rate of 8/min as previously described 
[15]. Reference P0.1 (P0.1ref) were obtained by occlud-
ing the second compartment of the test lung at the air-
way opening using an hermetic plug. The tidal volumes 
and inspiratory times of the driving ventilator were set to 
obtain P0.1ref of 2.5, 5 and 10 cm  H2O corresponding to 
low, moderate and strong respiratory efforts, respectively. 
The compliance and resistance of the two chambers were 
set to 60 mL/cm  H2O and 5 cm  H2O/L/s, respectively. To 
transmit the pressure generated by the driving ventila-
tor to the tested ventilator, the two chambers of the test 
lung were linked by a rigid metal piece. Thus, the posi-
tive pressure insufflated by the driving ventilator into the 
first chamber generated a negative pressure in the second 
chamber. This negative pressure was recognized as an 
inspiratory effort by the tested ventilator.
The tested ventilator was connected to the second 
chamber through a double limb circuit with an active 
humidifier (total length of circuit tubes of 360 cm includ-
ing the inspiratory and expiratory limbs) (Fig. 1) for base-
line measurements.
To investigate the potential impact of the circuit tubes’ 
length on P0.1 measurements, an occlusion of the sec-
ond compartment of the test lung was performed using 
a hermetic plug positioned at the airway opening and at 
the end of circuit tubes of different lengths, at 195, 360 or 
690 cm away from the test lung second chamber. P0.1 val-
ues (referenced as P0.1circuit) corresponding to each simu-
lated effort (P0.1ref of 2.5, 5 and 10 cm  H2O, respectively) 
were measured with the different occlusion locations.
To record pressure– and flow–time curves, pres-
sure and flow transducers (pneumotachograph, Biopac 
 Systems®, Goleta, CA, USA) were inserted at the airway 
opening. More specifically, the transducers were placed 
between the test lung second chamber and the Y piece 
of the ventilator circuit for P0.1aw measurement. They 
were placed between the second chamber of the test 
lung and the hermetic plug for P0.1ref measurements. For 
P0.1circuit measurements, the pressure and flow transduc-
ers were also inserted at the airway opening (i.e., between 
the second chamber of the test lung and the circuit). Sig-
nals were acquired using an analog-to-digital converter 
(MP150; Biopac  Systems®) sampled at 50 Hz. Subsequent 
offline analysis was performed using a dedicated software 
(AcqKnowledge software version 4.2, Biopac  systems®).
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All measurements were performed in Ambient  Tem-
perature and Pressure Saturated (ATPS) conditions.
Tested ventilators
Five commercialized ventilators (Covidien, PB  980®, 
Carlsbad, USA; Dräger, Evita  4®, Lübeck, Germany; GE 
Healthcare, Carescape  R860®, Madison, USA; Löwen-
stein Medical, Elisa  800®, Bad Ems, Germany; Getinge 
group, Servo-u®, Solna, Sweden) were tested in pressure 
support mode (positive end expiratory pressure of 5 cm 
 H2O, pressure support level of 10 cm  H2O, flow inspira-
tory trigger of 2 L/min, inspiratory slope of 0 and  FiO2 of 
21%).
Each tested ventilator was assessed for the three levels 
of inspiratory intensity (corresponding to P0.1ref of 2.5, 5 
and 10 cm  H2O, respectively).
Recorded, measured and computed parameters
P0.1 automatically displayed on the ventilator screens 
(P0.1vent) were recorded for each inspiratory effort 
intensity.
Based on recorded airway pressure–time curves, 
occlusions automatically performed by the ventilators 
to measure P0.1 were identified. For the ventilators per-
forming an automatic occlusion of more than 100 ms to 
measure P0.1, P0.1aw was measured on the airway pres-
sure–time curves during an automatically performed 
occlusion as the drop in pressure between airway pres-
sure at end-expiration and airway pressure 100 ms after 
the beginning of the inspiratory effort (Additional file 1: 
Figure S1). For the ventilators performing an occlusion 
of less than 100  ms, the drop in airway pressure dur-
ing either the trigger delay time or the dedicated occlu-
sion was used to estimate P0.1aw. Practically, the slope 
of the considered airway pressure drop was calculated 
and used to extrapolate the amplitude of the pressure 
drop after 100 ms.
To assess the effect of the circuit length on P0.1 meas-
urements, we computed ∆P0.1circuit defined as the dif-
ference between P0.1ref measured at the airway opening 
and P0.1circuit measured by performing an occlusion at 
the end of a standard ventilator circuit (360  cm away 
from the airway opening). P0.1vent corrected was defined 
as P0.1vent corrected = P0.1vent + ∆P0.1circuit.
Data analysis and statistics
For each condition, the previously described P0.1 val-
ues were recorded or measured five times. As the five 
measurements were very similar, the results are pre-
sented as the mean of the five values.
A Bland and Altman plot of differences between 
P0.1vent and P0.1ref versus their mean was constructed 
to evaluate agreement between these two values [16]. 
Similarly, Bland and Altman plot between P0.1vent and 
P0.1aw was also performed. The statistical analysis was 
Fig. 1 Experimental setup. A chamber of a two‑chamber test lung was connected to a driving ventilator set in volume‑controlled ventilation 
mode. The second chamber (2) was connected to the tested ventilator by a double limb circuit with an active humidifier. The two chambers of the 
test lung were linked by a rigid metal piece, so that the positive pressure insufflated by the driving ventilator into the first chamber (1) generates a 
negative pressure in the second chamber, recognized as an inspiratory effort by the tested ventilator. Data were acquired via an analog‑to‑digital 
converter and stored in a laptop computer for subsequent analysis
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performed using Prism (GraphPad Software, La Jolla, 
CA, USA).
Results
Correlation between P0.1 displayed on the ventilator 
screen (P0.1vent) and P0.1 set on the lung model (P0.1ref)
The correlation between P0.1vent and P0.1ref is illus-
trated in Fig.  2. Variations of P0.1vent correlated well 
with variations of P0.1ref (Fig.  2a). Overall, P0.1vent 
underestimated P0.1ref except for the Löwenstein Elisa 
 800® at P0.1ref 2.5 cm  H2O and for the Getinge Group 
Servo-u® at P0.1ref 10 cm  H2O. The Bland–Altman plot 
revealed a mean bias of − 1.3  cm  H2O, with limits of 
agreement of 1.0 and − 3.7 cm  H2O (Fig. 2b).
Automated measurement techniques
Visual analysis of airway pressure–time and flow–time 
curves showed that all the tested ventilators except 
the Getinge group Servo-u® ventilator performed an 
occlusion of more than 100  ms to measure P0.1. Two 
0.0 7.52.5 5 10
0.0
2.5
5.0
7.5
10.0
P0.1ref  (cmH20)
P0
.1
ve
nt
  (
cm
H
20
)
Getinge Group Servo-u
GE Carescape R860
Covidien PB980
5 10
-4
-3
-2
-1
0
1
2
Average ((P0.1vent + P0.1ref)/2)
D
iff
er
en
ce
(P
0.
1 v
en
t -
 P
0.
1 r
ef
)
Mean difference
Mean difference - 2SD
Mean difference + 2SD
a
b
Fig. 2 Accuracy of automatically measured P0.1 displayed on the ventilator screen (P0.1vent). a Correlation between P0.1vent and reference P0.1 
(P0.1ref). The horizontal dotted lines represent P0.1 reference values of 2.5, 5 and 10 cm  H2O, respectively. The diagonal dotted line represents the 
identity line (y = x). b Bland and Altman plots of differences between P0.1vent and P0.1ref versus their mean. The dotted lines represent the mean bias 
and the limits of agreement
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representative tracings are presented in Additional file 2: 
Figure S2. Of note, in the ventilators performing an auto-
matic occlusion to measure P0.1, flow was not strictly 
equal to zero during the occlusion.
Correlation between P0.1 displayed on the ventilator 
screen (P0.1vent) and P0.1 measured on the airway pressure 
curve (P0.1aw)
P0.1aw values were well correlated to P0.1vent values 
(Fig. 3a). The Bland–Altman plot revealed a mean bias of 
0.5 cm  H2O, with limits of agreement of 2.4 and − 1.4 cm 
 H2O (Fig. 3b).
Effect of circuit occlusion position on P0.1 measurements
At the three levels of P0.1ref, the location of the circuit 
occlusion strongly impacted P0.1circuit values (Fig.  4). 
A longer circuit was associated with lower values of 
P0.1circuit. ∆P0.1circuit was 0.42, 0.97 and 1.97 cm  H2O for 
P0.1ref of 2.5, 5 and 10 cm  H2O, respectively.
Values of P0.1vent, P0.1aw and P0.1vent corrected are pre-
sented for each inspiratory effort and each ventilator in 
Fig. 5.
Discussion
This study shows that, for all the tested ventilators, rela-
tive changes in P0.1 values displayed on the ventilator 
screen correlate well with changes in reference P0.1. 
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Fig. 3 Relationship between automatically measured P0.1 displayed by the ventilator (P0.1vent) and P0.1 measured on the airway pressure during 
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However, automated P0.1 measurements overall under-
estimate absolute P0.1 values with marked differences 
between the different ventilators. All of the tested venti-
lators perform an airway occlusion of at least 100 ms to 
measure P0.1, except one that surprisingly displays P0.1 
values closer to the reference P0.1 than the others. Our 
data also suggest that ventilators’ inaccuracy to estimate 
P0.1 may be related to the location of the occlusion per-
formed by the ventilator.
Can technology explain the lack of accuracy of automated 
P0.1 measurements?
This study shows that different techniques are used by 
the different ventilators to measure P0.1. Most of the 
ventilators perform an airway occlusion of at least 100 ms 
as initially described. Interestingly, the Getinge Group 
Servo-u® ventilator does not perform a specific occlu-
sion to measure P0.1. The continuous P0.1 measurement 
during trigger delay (corresponding to an inspiratory 
occlusion) was described in the 90s when trigger delay 
was longer than 100  ms [9, 17]. As trigger delays were 
of about 40 ms in our model (in line with trigger delays 
measured in invasively mechanically ventilated patients 
with the new generation ventilators), the Getinge Group 
Servo-u® ventilator probably extrapolates the slope of 
the airway pressure drop measured during the triggering 
phase to estimate P0.1. Of note, in our model, the values 
of P0.1vent displayed by this ventilator were in general 
closer to the P0.1ref values compared to the P0.1vent dis-
played by the other tested ventilators. This suggests that 
the Getinge Group Servo-u® ventilator may use an algo-
rithm to accurately predict true P0.1.
Among the potential technological issues that may 
explain the lack of accuracy in P0.1 measurement, a 
non-complete occlusion of the inspiratory valve during 
the P0.1 measurement maneuver may reduce the airway 
pressure drop amplitude.
Interestingly, the good correlation between P0.1vent 
and P0.1aw suggests that the inaccuracy in pressure drop 
amplitude measurement performed by the ventilator 
cannot explain the documented inaccuracy.
Another explanation for P0.1vent inaccuracy could 
be that, during automated P0.1 measurement, the air-
way occlusion is not performed by the ventilator at the 
airway opening but at the ventilator level, leading to a 
gas decompression in the circuit during the automated 
occlusion. The volume of gas trapped between the occlu-
sion location and the airway opening depends on the 
circuit tubes’ length. The impact of the circuit length to 
explain inaccuracy in P0.1 measurement is corroborated 
by our results showing that the location of the occlusion 
impacts P0.1 measurement and that underestimation of 
P0.1 is higher when the circuit used is longer. The lack of 
concordance between our study and the study by Kulhen 
et al. [17] reporting a lower bias between P0.1 displayed 
by the Dräger Evita 1 ventilator and the reference P0.1 
could potentially be explained by differences in the loca-
tions of the occlusion between the two models.
Clinical implications
Overall, from a clinical point of view, the impact of this 
study is of importance. As previously said, in our model, 
the P0.1 measured values were lower than the reference 
values measured at the airway opening suggesting that 
new standard values should be determined for venti-
lated patients. The inaccuracy of P0.1 measurement was 
observed for each effort intensity. Of note, in absolute 
values, the differences between P0.1vent and P0.1ref were 
higher for higher respiratory drive. More importantly, 
for a given respiratory drive, P0.1 values displayed on the 
screen of various ventilators may be markedly different. 
Thus, it is not possible to define universal P0.1vent thresh-
olds for clinical purposes. This could explain why previ-
ous clinical studies in which P0.1 thresholds were used to 
predict extubation failure were not conclusive [18–20]. In 
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addition, if a threshold value has to be defined, it should 
probably be defined for each given ventilator. From a gen-
eral point of view, P0.1 variations may be of better inter-
est than absolute values of P0.1. Thus, for a given patient, 
changes in P0.1 displayed by the ventilator are expected 
to reliably estimate changes in respiratory drive. This 
approach was used in some clinical studies to predict 
weaning outcome [10, 11, 19–22], to titrate positive end 
expiratory pressure in patients with dynamic hyperinfla-
tion [20] or to assess respiratory effort according to pres-
sure support level [9, 21, 22].
Based on our results, a standardization of P0.1 meas-
urement allowing to use unique absolute values of P0.1 
in clinical practice, should at least require a standardiza-
tion of the type, length and volume of the ventilator cir-
cuit and the performance of a complete occlusion of the 
inspiratory valve during P0.1 automated measurement 
maneuvers. Alternatively, the ventilator manufacturers 
could implement correction algorithms to adjust meas-
ured P0.1 values for these different factors.
Study limitations
First, the main limitation of our study is that our results 
obtained with a lung model cannot be transposed to 
clinical settings without great caution. It must, how-
ever, be underlined that assessing different ventilators 
with different levels of inspiratory drive could not have 
been performed in patients. Importantly, it must be 
noted that one major difference between our model and 
patients is that our model expiratory volume is equal 
to 300  mL, which is much lower than end expiratory 
lung volume of ventilated patients (usually higher than 
1  L). In addition, the shape of the simulated inspira-
tory effort may be different compared to the shape of 
the patient muscular pressure curve. However, the 
calibrated efforts used in the experiments were in the 
clinical range. A second major limitation of our study 
is that we tested only five ventilators. Other commer-
cialized ventilators may have different performances. 
In addition, we only tested conventional servo-valve 
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compressed-gas ventilators. Turbine-based ventilators 
may perform differently.
Conclusion
In our model, agreement between P0.1 displayed on the 
ventilator screen (P0.1vent) and P0.1 measured on the air-
way pressure curve (P0.1aw) is good. Relative changes in 
P0.1 values displayed on the screen of all the tested ven-
tilators correlate well with reference P0.1 changes. We 
can thus conclude that variations of P0.1vent are reliable 
in all the tested ventilators. However, in our experimental 
conditions, accuracy of absolute values of P0.1vent varies 
according to the ventilator model. P0.1vent overall under-
estimates P0.1ref. Decompression of air in the circuit may 
partially explain some underestimation of P0.1ref by the 
ventilators. This can potentially limit the use of univer-
sal P0.1 threshold values to make decisions in clinical 
practice.
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Supplementary information accompanies this paper at https ://doi.
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Additional file 1: Figure S1. Airway pressure (Paw)–time curves illustrat‑
ing P0.1aw measurement in the ventilators performing an automatic 
occlusion of more than 100 ms to measure P0.1. Paw was measured with a 
pressure transducer inserted between the test lung and the Y piece of the 
circuit ventilator. P0.1aw was defined by the Paw difference from the initial 
decrease in Paw to 100 ms after this initial decrease during the occlusion 
automatically performed by the ventilator for P0.1 measurement. 
Additional file 2: Figure S2. Representative tracings of pressure and flow 
recordings during normal cycles (left) and during cycles with P0.1 auto‑
mated measurements (right) in two tested ventilators for P0.1 reference of 
2.5 cm  H2O. A, Löwenstein Medical Elisa  800
®; B, Getinge Group Servo‑u®. 
Paw, airway pressure. Note that a short occlusion was performed in the 
Löwenstein Medical Elisa  800® ventilator and that no occlusion was 
performed during automated P0.1 measurements in the Getinge Group 
Servo‑u® ventilator.
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P0.1: Occlusion pressure at 100 ms; P0.1ref: Reference P0.1; P0.1vent: P0.1 
automatically displayed on the ventilator screen; P0.1aw: P0.1 measured on the 
airway pressure–time curves; P0.1circuit: P0.1 values with occlusion performed 
at the end of circuit tubes of different lengths; ∆P0.1circuit: Difference between 
P0.1ref measured at the airway opening and P0.1 measured when the occlu‑
sion was performed at the end of a standard ventilator circuit; P0.1vent corrected: 
P0.1 values corrected for the effect of the location where the occlusion was 
performed in the circuit.
Acknowledgements
Not applicable.
Authors’ contributions
FB, LP, PYO, AM and JCR contributed to the study conception and design. FB, 
LP, PYO, AV and EY performed the experiments, the data collection and the 
initial data analysis. FB and LP prepared the first draft of the manuscript. FB, LP, 
PYO, AM and JCR contributed to the data analysis. All authors contributed to 
the critical revision of the manuscript. All authors read and approved the final 
manuscript.
Funding
EY received a 1‑year research fellowship Grant from the University Hospital of 
Angers.
Availability of data and materials
The data sets analyzed during the current study are available from the cor‑
responding author on reasonable request.
Ethics approval and consent to participate
Not applicable.
Consent for publication
Not applicable.
Competing interests
FB reports personal fees from Löwenstein Medical and research support from 
Covidien, GE Healthcare and Getinge Group, outside this work. LP reports 
research support from Getinge Group, Dräger and Hamilton, outside this 
work. PYO reports personal fees from Air Liquid Medical Systems, outside this 
work. AM reports personal fees from Faron Pharmaceuticals, Air Liquid Medical 
Systems, Pfizer, Resmed and Draeger and grants and personal fees from Fisher 
and Paykel and Covidien, outside this work. JCMR reports personal fees from 
Air Liquide Medical Systems and Vygon and grants from Creative Air Liquide, 
outside this work. AV and EY have no competing interests to declare.
Author details
1 Medical Intensive Care Unit, University Hospital of Angers, UNIV Angers, 4 
rue Larrey, 49933 Angers Cedex 9, France. 2 Adult Intensive Care and Burn 
Unit, University Hospital and University of Lausanne, Lausanne, Switzerland. 
3 Intensive Care Unit, General Hospital of Le Mans, Le Mans, France. 4 SAMU74, 
Emergency Department, General Hospital of Annecy, Annecy, France. 
5 INSERM, UMR 1066, Creteil, France. 
Received: 6 March 2019   Accepted: 5 September 2019
References
 1. Brochard L, Slutsky A, Pesenti A. Mechanical ventilation to minimize pro‑
gression of lung injury in acute respiratory failure. Am J Respir Crit Care 
Med. 2017;195:438–42.
 2. Rittayamai N, Beloncle F, Goligher EC, Chen L, Mancebo J, Richard J‑CM, 
et al. Effect of inspiratory synchronization during pressure‑controlled 
ventilation on lung distension and inspiratory effort. Ann Intensive Care. 
2017;7:100.
 3. Goligher EC, Dres M, Fan E, Rubenfeld GD, Scales DC, Herridge MS, et al. 
Mechanical ventilation‑induced diaphragm atrophy strongly impacts 
clinical outcomes. Am J Respir Crit Care Med. 2018;197:204–13.
 4. Conti G, Antonelli M, Arzano S, Gasparetto A. Measurement of occlusion 
pressures in critically ill patients. Crit Care Lond Engl. 1997;1:89–93.
 5. Telias I, Brochard L, Goligher EC. Is my patient’s respiratory drive (too) 
high? Intensive Care Med. 2018;44:1936–9.
 6. Whitelaw WA, Derenne JP, Milic‑Emili J. Occlusion pressure as a 
measure of respiratory center output in conscious man. Respir Physiol. 
1975;23:181–99.
 7. Cherniack NS, Lederer DH, Altose MD, Kelsen SG. Occlusion pressure as a 
technique in evaluating respiratory control. Chest. 1976;70:137–41.
 8. Kryger MH, Yacoub O, Anthonisen NR. Effect of inspiratory resistance 
of occlusion pressure in hypoxia and hypercapnia. Respir Physiol. 
1975;24:241–8.
 9. Conti G, Cinnella G, Barboni E, Lemaire F, Harf A, Brochard L. Estimation 
of occlusion pressure during assisted ventilation in patients with intrinsic 
PEEP. Am J Respir Crit Care Med. 1996;154:907–12.
 10. Lederer DH, Altose MD, Kelsen SG, Cherniack NS. Comparison of occlu‑
sion pressure and ventilatory responses. Thorax. 1977;32:212–20.
 11. Alberti A, Gallo F, Fongaro A, Valenti S, Rossi A. P0.1 is a useful parameter 
in setting the level of pressure support ventilation. Intensive Care Med. 
1995;21:547–53.
Page 9 of 9Beloncle et al. Ann. Intensive Care           (2019) 9:104 
 12. Sassoon CS, Mahutte CK, Te TT, Simmons DH, Light RW. Work of breathing 
and airway occlusion pressure during assist‑mode mechanical ventila‑
tion. Chest. 1988;93:571–6.
 13. Berger KI, Sorkin IB, Norman RG, Rapoport DM, Goldring RM. Mecha‑
nism of relief of tachypnea during pressure support ventilation. Chest. 
1996;109:1320–7.
 14. Lind FG, Truvé AB, Lindborg BP. Microcomputer‑assisted on‑line meas‑
urement of breathing pattern and occlusion pressure. J Appl Physiol. 
1984;56:235–9.
 15. Thille AW, Lyazidi A, Richard J‑CM, Galia F, Brochard L. A bench study of 
intensive‑care‑unit ventilators: new versus old and turbine‑based versus 
compressed gas‑based ventilators. Intensive Care Med. 2009;35:1368–76.
 16. Bland JM, Altman DG. Statistical methods for assessing agreement 
between two methods of clinical measurement. Lancet Lond Engl. 
1986;1:307–10.
 17. Kuhlen R, Hausmann S, Pappert D, Slama K, Rossaint R, Falke K. A new 
method for P0.1 measurement using standard respiratory equipment. 
Intensive Care Med. 1995;21:554–60.
 18. Fernandez R, Raurich JM, Mut T, Blanco J, Santos A, Villagra A. Extubation 
failure: diagnostic value of occlusion pressure (P0.1) and P0.1‑derived 
parameters. Intensive Care Med. 2004;30:234–40.
 19. Sassoon CS, Te TT, Mahutte CK, Light RW. Airway occlusion pressure. 
An important indicator for successful weaning in patients with chronic 
obstructive pulmonary disease. Am Rev Respir Dis. 1987;135:107–13.
 20. Mancebo J, Albaladejo P, Touchard D, Bak E, Subirana M, Lemaire F, et al. 
Airway occlusion pressure to titrate positive end‑expiratory pressure in 
patients with dynamic hyperinflation. Anesthesiology. 2000;93:81–90.
 21. Perrigault PF, Pouzeratte YH, Jaber S, Capdevila XJ, Hayot M, Boccara G, 
et al. Changes in occlusion pressure (P0.1) and breathing pattern during 
pressure support ventilation. Thorax. 1999;54:119–23.
 22. Iotti GA, Brunner JX, Braschi A, Laubscher T, Olivei MC, Palo A, et al. 
Closed‑loop control of airway occlusion pressure at 0.1 second (P0.1) 
applied to pressure‑support ventilation: algorithm and application in 
intubated patients. Crit Care Med. 1996;24:771–9.
Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub‑
lished maps and institutional affiliations.
